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Accurate measurements of the specific absorption rate SAR of solids and fluids were obtained by
a calorimetric method, using a special-purpose setup working under adiabatic conditions. Unlike in
current nonadiabatic setups, the weak heat exchange with the surroundings allowed a
straightforward determination of temperature increments, avoiding the usual initial-time
approximations. The measurements performed on a commercial magnetite aqueous ferrofluid
revealed a good reproducibility 4%. Also, the measurements on a copper sample allowed
comparison between experimental and theoretical values: adiabatic conditions gave SAR values
only 3% higher than the theoretical ones, while the typical nonadiabatic method underestimated
SAR by 21%. © 2008 American Institute of Physics. DOI: 10.1063/1.2891084
Magnetic-fluid hyperthermia MFH for cancer treat-
ment is currently attracting considerable scientific and tech-
nical work.1–3 The use of nanoscale heaters to destroy can-
cerous tissue allows overcoming certain problems arising
from other hyperthermia therapies,4 such as damage of
healthy tissue, temperature miscontrol, and use of hazardous
alternating magnetic fields out of the biological range.
The heating efficiency of the fluids is quantified by the
specific absorption rate SAR, defined as the thermal power
per unit mass dissipated by the active material in the pres-
ence of an alternating magnetic field. SAR highly depends
on field parameters and on material properties, since differ-
ent heating mechanisms can be involved.5,6 So accurate mea-
surements are necessary for the studies on correlation be-
tween the SAR and material properties,7–11 simulations of
temperature distributions in tissues or phantoms,12,13 and the
optimization of hyperthermia therapies.1,2
SAR can be estimated by calorimetric methods as SAR
= 1 /mCT /t, where m is the mass of the dissipating
material, C the heat capacity of the whole sample, and T
the sample temperature increase during the ac-field applica-
tion interval t. Current SAR installations reported in
literature8,10,14–16 consist of an ac magnetic field generator, a
sample space delimited by an isolating material, temperature
sensors, and a data acquisition system. These setups do not
provide adiabatic conditions, since heat losses conduction,
radiation, and convection are not minimized. SAR must be
estimated from the temperature-versus-time exponential
curve,
16
according to the expression SAR=C /m, where
= dT /dtt→0 is the initial slope. This procedure can lead
to unknown errors in the determination of  and, therefore,
to incorrect SAR values, if the initial thermal losses are not
negligible, or if there is not a homogeneous temperature dis-
tribution across the sample, facts that are not easy to infer in
practice.
In this letter, we report accurate SAR measurements us-
ing an adiabatic magnetothermal setup,17 in which the
sample undergoes only a weak net heat exchange with the
surroundings, overcoming the previous limitations. In such
conditions, the generated heat can be considered to be en-
tirely invested in the sample temperature raise, allowing di-
rect measurement of T and providing more precise SAR
values.
The adiabatic magnetothermal setup Fig. 1 allows mea-
suring for both solid and liquid samples. For the latter, a
quartz sample holder sealed with a vacuum-proof solvent-
free adhesive is suitable. The sample is hanged by thermal
isolating threads from the adiabatic shield, which surrounds
the sample. For the realization of adiabatic conditions, this
shield must be continuously controlled to the same tempera-
ture of the sample. In adiabatic calorimetry, good tempera-
ture control is achieved with metallic shields.18 However, in
our setup, this shield is made of alumina, due to the impos-
sibility of using metallic parts in the vicinity of the sample,
since these parts would rapidly heat up due to Foucault cur-
rents, in the presence of the ac magnetic fields suitable for
aAuthor to whom correspondence should be addressed. Electronic mail:
mcastro@unizar.es. FIG. 1. Scheme of the adiabatic magnetothermal setup.
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MFH, and also would alter the uniformity of such magnetic
fields. In more detail, the shield consists of a cylinder with a
lid, each provided with a meander-shaped nickel-alloy heater
on its outer face. These meanders 1.5 m thick are thin
enough to undergo negligible field-induced self-heating as
well as to produce adequate heating power for temperature
control when fed by an external current. The temperature
sensors are three nonferromagnetic thermocouples and a
resistance thermometer. One thermocouple measures the
temperature of the sample Ts. The other two, in differential
configuration, provide the cylinder-sample T1 and lid-
cylinder T2 error signals for the proportional-integral-
derivative PID temperature controllers. For these three sig-
nals, shielding and filtering of electromagnetic interferences
are essential. Finally, the thermometer provides accurate ab-
solute temperature values in the absence of the ac magnetic
field. The sample, shield, and sensors are enclosed in a
vacuum environment by means of a glass vessel. A turbomo-
lecular pumping group provides final pressures of about
810−5 mbar.
The alternating magnetic field is generated by a series
resonant circuit a capacitor bank and a coil excited by a
power amplifier working in high efficiency class-D condi-
tions. The coil is placed outside the glass vessel, so that the
eventual heating at high field amplitudes does not interfere in
the adiabatic control. ac currents in the frequency range of
f =50–500 kHz feed the coil and field amplitudes H0, up to
4 kA /m can be reached. Field uniformity is about 99%
within a cylindrical volume of 50 cm3 at the coil center
as predicted through the use of electromagnetic computer
simulation.
Measurements take place according to the pulse heating
method used in traditional adiabatic calorimetry.18 With con-
tinuous temperature control of the shield, the sample tem-
perature is registered before, during, and after field applica-
tion. Consecutive steps Fig. 2 can be performed in a narrow
temperature range. Corrections of the small thermal losses
are performed by linear fitting of temperature drifts in both
equilibrium processes. T is obtained by the extrapolation of
both drift rates toward the midpoint of t. Eventually, the
setup can also be used in nonadiabatic conditions only by
disabling the temperature control and the pump. In this case,
cooling down to room temperature is required between steps.
Adiabatic measurements over a ferrofluid were per-
formed with a commercial product from Chemicell GmbH,
namely, the fluid MAG-UC/A. It is an aqueous dispersion of
magnetite nanoparticles with average hydrodynamic diam-
eter, concentration, and density of 50 nm, 100 mg /ml, and
1.25 g /cm3, respectively, according to supplier specifica-
tions. The sample consisted of 0.3387 g of ferrofluid
0.0271 g of magnetite in a quartz sample holder of
1.1561 g, sealed with 0.045 g of adhesive, with a total C of
2.267 J / °C, estimated from literature values.
The linear trends during equilibrium due to the residual
heat exchange Fig. 2a present slopes of 210−4 °C /s,
and the PID controls Fig. 2b keep temperature error sig-
nals below 0.03 °C, revealing acceptable adiabatic condi-
tions. The SAR value obtained by averaging seven heating
steps in the same conditions is 0.2170.009 W /g, pointing
good reproducibility 4%.
In order to evaluate the accuracy and give an estimation
of the improvements obtained with the adiabatic method,
a copper cylinder with length, radius, and mass of
L=19.85 mm, R=1.30 mm, and m=0.8956 g, respectively,
was used as a standard. The theoretical analytical expression
for the heating power dissipated due to Foucault currents by
a metallic semi-infinite cylinder in a uniform axial alternat-
ing magnetic field, provided that the skin depth
= f−1/2 is much smaller than R, is
P=H0
2RL / ,19 where  is the material electrical con-
ductivity and  the magnetic permeability, and then
SAR= P /m.
Nonadiabatic exponential trend and adiabatic linear
trend measurements were carried out Fig. 3a. For the
nonadiabatic case,  was estimated by linear fitting the
sample temperature variation with time, starting at the onset
of the magnetic field application, and considering time inter-
vals of 60 s, which gave maximum slopes. The C value was
0.384 J / °C. The dependence of the SAR values on H0
2 is
linear Fig. 3b as expected, with slopes of 0.007 95 adia-
batic and 0.006 07 W m2 /g kA2 nonadiabatic. Considering
Cu=5.88107 	−1 m−1, the analytical expression derives a
slope of 0.007 71 W m2 /g kA2; that is, the adiabatic SAR
FIG. 2. Three consecutive heating steps of the ferrofluid sample. a Tem-
perature of the sample. b Error signals of the temperature control, T1
solid line and T2 dashed line.
FIG. 3. a Adiabatic vs nonadiabatic heating steps of the copper sample
f =108 kHz, H0=1.3, and 1.4 kA /m. To help in the comparison, Ts
−T0t was displayed instead of Ts with T0t standing for the temperature
linear trend before field application. b Dependence of adiabatic and nona-
diabatic SAR values with H02.
093116-2 Natividad, Castro, and Mediano Appl. Phys. Lett. 92, 093116 2008
Downloaded 19 Feb 2010 to 161.111.180.191. Redistribution subject to AIP license or copyright; see http://apl.aip.org/apl/copyright.jsp
values only differ by 3% from theoretical ones, while the
nonadiabatic determination underestimates the theoretical
SAR by 21%. These results have allowed, on the one hand,
to evaluate the accuracy in SAR determination by calorimet-
ric methods and, on the other hand, to point the improvement
of the adiabatic over the nonadiabatic method, by using the
same setup.
As final conclusions, accurate and reproducible SAR
measurements of solid and liquid samples were obtained by
means of a specifically designed adiabatic setup, which rep-
resents a great improvement with respect to the current nona-
diabatic determination.
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